Armrest support for the slit-lamp delivery argon laser system.
We designed a new armrest for use at the argon laser. The arm support can be used on either the right- or left-hand side of slit-lamp tables of varying thicknesses. The continuous screw adjustment allows for easy height adjustment of the arm support. The construction of the armrest facilitates the adjustment and manipulation of a fundus contact lens, which is so necessary to the successful performance of argon laser photocoagulation.